Lightning induced inappropriate ICD shock: an unusual case of electromagnetic interference.
An unusual case of electromagnetic interference is presented. As a result of a lightning shock to a Shower House, our patient received two shocks. An elucidation of the different mechanisms for the two shocks is presented.